[Urodynamic measurements of the lower urinary tract--technical realization and implications for the interpretation of findings].
technique of urodynamic measurement is presented which allows both screening and complex measurements to be carried out by a choice of variably combinable individual parameters, exclusively on the basis of GDR instruments and taking into account the unity of the basic functions: collection of urine, miction and continence. Ways in which the readings can be influenced by the methods used are pointed out. A standardized course of examination for complex urodynamic measurement is presented.